BID NOTICE

The Florissant Valley Fire Protection District is accepting sealed bids per specifications for a
mechanical CPR device to provide continuous, uninterrupted chest compressions to patients in
cardiac arrest. Specifications may be obtained at the Fire District Administrative Offices, 661
Saint Ferdinand Street, Florissant, Missouri, between 8:00 AM and 4:00 PM Monday through
Thursday, and between 8:00 AM and 3:00 PM on Friday. The RFP also may be obtained at our
website, www.fvfpd.com. All bids should be marked “SEALED BID/Mechanical CPR” and mailed
or delivered to the Fire District Administrative Offices no later than 12:00 PM Friday May 10,
2019. All bids are scheduled to be opened by the Board of Directors at their meeting on May
14, 2019 at the Fire District Administrative Offices.

The Florissant Valley Fire Protection District reserves the right to reject any or all bids, to waive
variations or formalities, and to negotiate changes, additions, or deletions. The Fire District
reserves the right to accept the bid it deems to be in the Fire District’s best interest and will not
necessarily be obligated to accept the lowest bid. The Fire District also reserves the right to
extend the timeframe to submit bids, as well as extending the timeframe to open the bids. If
you should have any questions, then please call (314)837-4894 and ask to speak with the
Medical Officer.

The Florissant Valley Fire Protection District hereby notifies all bidders that it will affirmatively
insure that in any contract entered into pursuant to this advertisement, minority business
enterprises will be afforded full opportunity to submit bids in response to this invitation and
will not be discriminated against on the grounds of race, color, or national origin in
consideration for award.

FLORISSANT VALLEY FIRE PROTECTION DISTRICT

Jason Hoevelmann,
Chief of Department



NOTICE TO ALL VENDORS WISHING TO SUBMIT A BID ON A MECHANICAL CPR
DEVICE:

The following specifications are for a mechanical CPR device.

It is not the intention of these specifications to eliminate any manufacturer from submitting a
bid. However, please note that the Florissant Valley Fire Protection District would not consider
any bid that does not meet the design criteria of these specifications.

Bids shall be submitted on the anti-collusion form provided. Each bidder must also include a
separate quote sheet for all items bid, which must include the unit cost, item/part number, the
exact product bid, and shipping method & cost. All products bid must indicate an estimated
delivery time once ordered.

Intent of Specifications:

it is the intent of these specifications to provide for a mechanical CPR device. The Fire District is
interested in purchasing one device. The Fire District or any other governmental agency may,
at its discretion, purchase from this RFP any additional quantities through sixty (60} days from
the bid opening date.

The bid price must remain valid until sixty (60) days from the bid opening date.

Each bid shall be accompanied by a detailed set of specifications from the manufacturer
showing the exact product bid and all accessories. Failure to submit such detailed
specifications will be cause for rejection of the bid.

For easy review, bids shall follow specifications item by item. Any exceptions will be noted on a
separate sheet, at the end of the bid, listed item by item. In addition, any options to the bid
items shall be listed clearly on a separate sheet of paper.

Equal Opportunity:

The Florissant Valley Fire Protection District hereby notifies all bidders that it will affirmatively
insure that in any contract entered into pursuant to this advertisement, minority business
enterprises will be afforded full opportunity to submit bids in response to this invitation and
will not be discriminated against on the grounds of race, color, sex, or national origin, in
consideration for an award.

Quality and Workmanship Reliability:

The warranty for each product bid shall be included with your bid. Any extended warranty
information and pricing shall also be included.



FLORISSANT VALLEY FIRE PROTECTION DISTRICT
MECHANICAL CPR DEVICE - SPECIFICATIONS

This section lists the specifications and functional requirements for a mechanical CPR device
based on the needs of the Florissant Valley Fire Protection District.

Compressions
At least 100 per minute.

I:J Compliant I:l Not Compliant

Compression Depth
2.1 inches +/- 0.1 inches (5-5.6 cm).

D Compliant l:l Not Compliant

Compression Method
Sternal Compressions.

D Compliant D Not Compliant

Power Source
Rechargeable Lithium-lon polymer battery, 3.3 Ah

|____] Compliant D Not Compliant

Operating Time
45 minutes on one battery.

|:| Compliant D Not Compliant

Charge Time
Less than 4 hours between uses.

D Compliant D Not Compliant

Total Solution Weight
22 Ibs. (10 kg), in carry case with extra battery



D Compliant D Not Compliant

Device Weight
17.2 Ibs. (7.8 kg), with battery.

l:l Compliant ‘:] Not Compliant

Battery Weight
1.3 Ibs. (0.59 kg)

D Compliant l:l Not Compliant

Patient Size

Sternal height of 6.7 to 11.9 inches (17 to 30.3 cm).

Chest circumference of 29.9 to 51.2 inches (76 to 130 cm).
Chest width limits up to 17.7 inches (44.9 cm).

Patient weight unrestricted.

I:l Compliant D Not Compliant

IP Rating
44

|:| Compliant l:l Not Compliant



Pricing Matrix
Use the following pricing matrix to submit your proposal.

Description Total
$
$
$
$
$
$
$
$
$
$
$
$
$
$

Extended

Warranty S

Inclusive Pricing Total for Complete Package $

Vendor Name:




Anti-Collusion Statement:

By signing this bed, the bidder agrees that the bid is made without any agreement with any
other person or firm making a bid to the Florissant Valley Fire Protection District.

This bid form shall be completely filled out and returned with the bid. Bidder may include all
bids on this one document. There is no need for multiple pages.

Name of Bidder:

Company:

Address:

City/State/Zip Code:

Terms:

MECHANICAL CPR MACHINE
TOTAL PRICE:

MECHANICAL CPR MACHINE OPTIONS
TOTAL PRICE:

TOTAL PACKAGE PRICE:
Does your bid have any exceptions, clarifications, or variances from our specifications?

Yes No
**|f yes, then please include a separate summary sheet

SIGNATURE OF BIDDER:

TITLE: DATE:

thi f



